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assess LV function. We sought to compare MRI and 3D echo with contrast enhancement.
Methods:24 patients (20M, 62±11 y) underwent both MRI and 3D echo on consecutive
days. 3D echo was performed using a commercial system (Sonos 7500, Philips, The
Netherlands ) using a matrix probe technology. Images were acquired during intravenous
injection of PESDA with a mechanical index of 0.6-0.8. and were post processed using a
dedicated software (4D cardioview, Tomtec, Germany). This allows to drawn manually
endocardial border on several planes and to reconstruct LV volumes. MRI was performed
using a 1.5T (Philips Intera CV, The Netherlands) system. Ten serial short axis images
were obtained in 20 cine phase using a balanced fast field echo VCG gated sequence.
Analysis of MRI images was performed semi automatically with dedicated software. End
diastolic volume (EDV), end systolic volume (ESV) and EF were calculated and com-
pared for both techniques using paired t test and linear regression. 
Results: Mean EDV was 142±66 ml by MRI and 155±70 ml by 3D (r=0.96, p<0.001),
mean ESV was 92±66ml by MRI and 109±71 ml by 3D (r=0.97, p<0.001), EF was 40±17
% by MRI and 34±20 % by 3D (r=0.87, p<0.005).
Conclusion: 3D echo with contrast enhancement is as accurate as MRI to assess LV
function. 
1113-157 Real-Time Three-Dimensional Echocardiography for 
Assessment of Left Ventricular Function in Children: A 
Validation Study Compared With Magnetic Resonance 
Imaging
Stephanie Munns, Liping Bu, Honghai Zhang, Michelle Disterhoft, Michael Dixon, Alan 
Stolpen, Milan Sonka, Larry Mahoney, Shuping Ge, University of Iowa Hospitals and 
Clinics, Iowa City, IA
Objective: This study investigates the utility of RT 3-DE for evaluation of LV function in
children as compared to MRI that served as a reference standard. Materials and Meth-
ods: Twenty healthy children (6~18 years, mean 10.6 ± 2.8, 11 M and 9 F) were enrolled
in this study. RT 3-DE was performed using a Philips Sonos 7500 system to acquire up to
840×930 (Full Volume Mode) conical gray scale 3-D image data sets. All data sets were
acquired from apical windows with ECG triggering (mean acquisition time = 8 seconds)
and then postprocessed offline using a dedicated workstation (TomTec). The LV endocar-
dial and epicardial borders were traced manually from 8 long axis slices to derive end-
systolic volume (LVESV), end-diastolic volume (LVEDV) and ejection fraction (LVEF). LV
mass was also calculated (LV Mass= LV Volume *1.05). MRI studies were performed on
a GE Signa CV/ iLX scanner using a breath-hold 2D cine tFIESTA sequence and the LV
endocardial and epicardial borders were traced manually on contiguous 8 mm thick.
Results: Nineteen of the twenty recruited patients met the study criteria (one with an
accidental finding of ASD was excluded). The LVESV, LVEDV, LVEF and LV mass mea-
sured by RT 3-DE were well correlated with MRI judged by linear correlation and Bland
and Altman analyses (Table). Conclusions: RT 3-DE and MRI yield similar measure-
ments of LVESV, LVEDV, LVEF and LV mass. The new RT 3-DE technology provides a
useful clinical tool for rapid and accurate assessment of LV volumes, mass and systolic
function in real time.
1113-158 Utility of Real Time Three-Dimensional 
Echocardiography for Fetal Heart Examination
Liping Bu, Michelle Disterhoft, Vickie D Pyevich, Jerome Yankowitz, Asha Rijhsinghani, 
Shuping Ge, University of Iowa Hospitals and Clinics, Iowa City, IA
RT 3-DE is a new modality capable of acquiring an 840×930 conical real-time 3-D data
sets in only 8 seconds, therefore, has the potential to facilitate the fetal cardiac examina-
tion and training. Material and Methods: Fourteen pregnant woman aged from 16 to 35
years (28.07±5.27 years) at 19 2/7 to 28 1/7 weeks of gestation (23.12±3.06 weeks)
underwent routine fetal 2-D echocardiography (2-DE) and RT 3-DE examinations. A com-
plete 2-DE study was performed by an experienced sonographer using a S8 or S4 trans-
ducer and a Philips Sonos 7500 system. After 2-DE examination, RT 3-DE was
performed by an investigator using a Χ4 Matrix array transducer and a Philips Sonos
7500 system. RT 3-DE datasets were acquired using the full volume mode with ECG trig-
gering (8 seconds/data set). Offline, the images were postprocessed using a regular
computer work station (TomTec). The RT 3-DE data sets were viewed by cropping and
rolling from different directions and angles to obtain essential 2-DE views. Results: The
essential 2-D views including 4-chamber, long axis, short axis, LOVT/ROVT and aortic/
ductal arch can be obtained from RT 3-DE raw data sets. The examination time for rou-
tine 2-DE and the successful rate of obtaining essential 2-D views from RT 3-DE was
shown in Table1. Conclusion: RT 3-DE provides a more efficient acquisition and pro-
cessing strategy than 2-D fetal echocardiography and should improve the efficiency of
fetal cardiac evaluations and future training of fetal sonographers. 
1113-159 Left Ventricular Modification by Myocor Myosplint in 
Patients With Dilated Cardiomyopathy: A Three-Month 
Follow-Up Study With Real-Time 3-D and 2-D Echo
Jian Xin Qin, Takahiro Shiota, Joon Han Shin, Giuseppe Saracino, Kiyotaka Fukam, 
Michael K. Banbury, James B. Young, Patrick M. McCarthy, James D. Thomas, Cleveland 
Clinic Foundation, Cleveland, OH
This study assessed left ventricular (LV) modification with real-time 3D echo (RT3DE) in
patients with dilated cardiomyopathy (DCM) following implantation of a novel device, the
Myocor® Myosplint® (Myocor Inc, Maple Grove, MN).
Methods: 11 DCM patients (9 males) with a mean age of 50 ± 15 years were studied. 4
received the Myosplint temporarily (acute study), immediately prior to heart transplanta-
tion and 7 underwent permanent Myosplint implantation with concomitant mitral valve
repair (chronic study). Shape change was achieved by placing 3 equally spaced Myos-
plint devices perpendicular to the LV long axis with an estimated 20% reduction in wall
stress. RT3DE and 2D echo were performed before and after surgery.
Results: The bi-lobular shape of the LV was shown in all patients by RT3DE after sur-
gery. In the acute study, a 23% reduction in LV end-diastolic (EDV) and end-systolic vol-
ume (ESV) was demonstrated by RT3DE immediately after implantation. In the chronic
study, all patients had 3-month follow-up except 1 who expired due to a severe infection.
LV volumes were significantly reduced at 1-month and maintained at 3-month. LV ejec-
tion fraction remained similar, however, the net forward stroke volume (net SV) signifi-
cantly increased after surgery (Figure). 
Conclusion: This study demonstrated that the Myocor Myosplint is able to reduce the LV
volume and prevent progressive LV dilation in a short term. Overall, the concept and the
device may prove to be a useful adjunct in the management of end-stage DCM patients.
1113-160 Mechanical Asynchrony Is an Important Component of 
Left Ventricular Dysfunction in Patients With Narrow 
QRS Complex: An Assessment by Real-Time 
Transthoracic 3-D Echo
Stam Kapetanakis, Ian L. Williams, Michael Cooklin, Mark Kearney, Mark John 
Monaghan, Kings College Hospital, London, United Kingdom
Background: Myocardial asynchrony is recognised in left ventricular dysfunction, even in
the absence of bundle branch block. Quantification of mechanical asynchrony may be
important for accurate functional assessment of the LV. Real-time transthoracic 3D echo
(RT3DE) can provide a quick and accurate measure of LV asynchrony.
Table. Correlation and agreement between RT 3-DE and MRI measurements of 
LV volume, mass and EF
LVEDV LVESV LVEF LV Mass
Linear 
correlation
y=0.86x+7.34
r = 0.97;
p < 0.001
y=0.92x+1.52
r = 0.97;
p < 0.001
y=0.63x+0.22
r=0.86;
p<0.001
y=0.80x+17.2
r = 0.96;
p <0.001
Bland-Altman
(Mean Diff ± 
SD)
-6.83 ± 9.66(ml) -1.84 ± 3.29(ml) -0.45 ± 2.17(%) 1.52 ± 9.98(g)
Table 1. Examination time and essential views by 2-DE and RT 3-DE
Routine 2-DE RT 3-DE 
Time(mins) 30~45 10~15
4-Chamber views (%) 100 (14/14) 100 (14/14)
Long axis views (%) 100 (14/14) 100 (14/14)
Short axis views (%) 100 (13/14) 92.8 (13/14))
LVOT and RVOT views (%) 92.8 (13/14) 85.7 (12/14)
Aortic/Ductal arch views (%) 78.6 (11/14) 71.4 (10/14)
